Bedside calculation of hemodynamic parameters with a hand-held programmable calculator. Part I.: Choice of hemodynamic formulas.
Currently used hemodynamic and oxygen transport formulas are reviewed in order to chose the shortest form compatible with an optimal clinical accuracy. Programming of hand held calculators with these selected equations spares steps available in the program memory. (Acta anaesth. belg., 1980, 31, 45-52).